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ABSTRACT 

The present study is aimed to develop a smart strain prediction model using fibre optic sensors and neural network. 
Frequency domain optical parameters are obtained experimentally using a cantilever beam structure, under dynamic 
loading conditions. Four variations with external damage are used to study strain variations on healthy, single damage and 
multiple damage beam structures. The strain values were correlated to the set of phase difference, change in real part and 
amplitude by using feed-forward back propagation neural network approach. The strain values using optical parameters 
were verified with analytical strain measurement. As the signals always get affected due to the presence of noise, this 
drawback is eliminated using a well trained neural network model. The neural network model provides a better and 
advanced methodology for strain prediction compared to the conventional analytical solution. 
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1. INTRODUCTION 

Structural health monitoring, or SHM for short, is the process of establishing some knowledge of the current 
condition of a structure. The ultimate goal is to determine the existence, location, and degree of damage in a 
structure if damage occurs. Structural health monitoring has attracted much attention in both research and 
development in recent years. The process of implementing a damage detection and characterization strategy for 
engineering structures is referred to as Structural Health Monitoring (SHM). Here the damage is defined as changes 
to the material and geometric properties of a structural system, including changes to the boundary conditions and 
system connectivity, which adversely affect the system's performance. The SHM process involves the observation 
of a system over time using periodically sampled dynamic response measurements from an array of sensors, the 
extraction of damage-sensitive features from these measurements, and the statistical analysis of these features to 
determine the current state of system health. In general, a typical SHM system includes three major components: a 
sensor system, a data processing system, and a health evaluation system. The sensors utilized in SHM are required 
to monitor not only the structural status, for example, stress, strain, displacement, acceleration, etc. but also 
influential environmental parameters, such as wind speed, temperature and the quality of its foundation. Most of the 
conventional sensors used in the above-mentioned health monitoring applications are based on the transmission of 
electric signals. 

In recent past, optical fibers have been widely deployed in telecommunication industries owing to their 
special performance as the best light guidance. Besides, with the development of optoelectronic technology, optical 
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fibers have been intensively investigated at various sensor fields owing to their unique characteristics such as multiplexing, 
high flexibility, remote sensing, low fabrication cost, immunity against electric and magnetic fields and many more. Some 
research had shown the use of mechanical cables for structural health monitoring. The study proposed that a fiber optic 
system can be used to deduct wire breakage in mechanical cables under working conditions [1]. Studies with the 
advancement in areas of sensing system signal processing, communication, and data mining technologies, give new area 
for inspection and monitoring. Health monitoring of structures like bridges had been carried out using fiber optic sensors 
[2]. A different study in the area of structural health monitoring is observed by using embedded fiber optic sensors for 
deformation measurement under various loading conditions [3—4]. Some recent studies show successful use of fiber optic 
sensor on aerospace structures. The test was performed under real-time dynamic loading using FBG (fiber Bragg grating) 
sensors [5]. Recent research investigates the feasibility of using FBG sensors for health conditioning measurement by 
monitoring the strain of different parts of the structure under railway and highway loads [6]. An important advancement in 
the area of optical fiber sensors provides a positive alternative with the advancement in structural health monitoring. 
Recent investigation successfully employed Mach-Zehnder interferometric sensors to measure the dynamic strain. A vibrating 
cantilever beam is taken as a host material and the results were compared with conventional strain gauge measurement [7]. 
Successful assessment of low strain measurement was performed for structural health monitoring using a fiber optic sensor 
[8]. Many researchers had carried out finite element analysis for strain verification on different civil structures. A similar 
analysis is performed on a cantilever beam and results were compared with experimental analysis [9]. Recent comparative 
study for output convergence is done using linear and quadratic element [10]. A neural network is a machine learning 
process which can be successfully used in the area of structural health monitoring. An artificial neural network is an 
interconnected assemblage of artificial neurons that uses a mathematical or computational model of theorized mind and 
brain activity, attempting to parallel and simulate the powerful capabilities for knowledge acquisition recall, synthesis, and 
problem-solving. The investigation provides a damage assessment method using neural network analysis. The network was 
trained and tested for damage and undamaged state where strain and displacement are used as network parameters [11]. 
FBG sensors are used for strain measurement thus measuring the reliability of the civil structures. In a study, FEA strain 
data is successfully used in the neural network to predict the defect present in structure [12]. Recent research shows the use 
of displacement and strain as input parameters for the back propagation neural network to assist the location of damage in a 
cantilever beam [13]. Performance of a neural network is based on the number of neurons present in the hidden layer and 
the number of hidden layers in network architecture. Concepts are developed to set selection criteria for the number of 
neurons in a network [14]. Over and under fitting is an important criterion which plays an important role in developing a 
neural network model [15]. Some study uses feed forward back propagation neural network model for strain approximation 
using airspeed and angle of attack as input parameters in the aerodynamic analysis [16]. 

2. METHODOLOGY 

In past years a lot of research had been carried out to study the behavior of different materials. Various parameters like 
modulus of elasticity, strain, stress and many more contributed to studying the characteristics of a material system. The strain 
is one of the basic parameters which have an important role in understanding material behavior. Many researchers had 
contributed to studying strain and its variation under different conditions. Methodologies like strain gauge measurement, 
tensile test, extensometer, and others help study the strain. These conventional methods come with some disadvantages like 
a restriction of sample dimension in the tensile test, extensometers cannot be applied in case of multiple strain deduction, 
and strain gauges can only be used with high skill and training with localized strain measurement. Advancement in the area 
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of smart material opens a new dimension in measuring the material parameters using smart technology. Development of 
materials like lead zirconate titanate (PZT), and technology like piezo-impedance transducer are globally accepted smart 
measurement methods for structural health monitoring. Another advantage of using these smart methods is that these 
methods are nondestructive. A major disadvantage of using this piezo technology is that their measurements get affected in 
the presence of electric and magnetic fields. Advancement in fiber optic technology overcomes the disadvantages of 
conventional strain measurement systems. 

Advantage of using fiber optic sensors (FOS) is that it overcomes the disadvantage of getting affected in 
electromagnetic fields. Add on advantage with fiber optic sensors are multiplexing, high flexibility and low propagation 
loss with accurate measurement. Many researchers had used the optical signals for deduction of strain in a material system. 
In this work, an experimental investigation of using fiber optic as a sensor is carried out. The advancement is made by 
using a neural network for strain prediction using various optical parameters like phase, real part, imaginary part, 
amplitude, magnitude. The neural network is a part of artificial intelligence which works on the back propagation method. 
Back propagation methodology allows the network to adjust its weight and bias to approximate required output. In present 
work, a single layer perceptron model is used to successfully predict the strain values under different dynamic loads. 

3. FIBER OPTIC SENSORS (STRAIN AND PHASE CHANGE RELATION) 

A basic of working of optical strain sensor is based on strain-induced phase shift that occurs in light signal traveling in an 
optical fiber. Sirkis and Haslach showed that only an axial component of strain in a surface-mounted optical fiber affect the 
index of refraction [17]. Elemental analysis is performed to obtain gives the relation of change in phase of fiber with 
variation in the index of refraction along its length. For a small elemental segmental length (As) the index of refraction is 
approximated as a constant equal to n(s). Phase change relation exists as shown in equation 1. 

A0 = 2n/X n(s)(l+e_n )As (1) 

Limiting the value as A—»0 we get 

(d0)/ds = 271/), n(s) (1 + e-n) (2) 

On integrating equation 2 along the length of the fiber 

0 = 2k/X J () A I J|n(s) (1 + ( id ds (3) 

Equation 3 shows that the phase is an increasing function with L. Index of refraction in a surface-mounted fiber 
based on the function of e n up to first order as 

N (s) = n_0 (l-ce_n) (4) 

where n 0 index of refraction under the unstrained condition and c is defined as 

2 

C= ?{Pl2" v f(Pll+ Pl 2 )} (5) 

where p t j is pockel’s constant and v/is the Poisson ratio. Now assuming /?= 2nn(/X and ignoring higher-order terms we get 

0 = P J 0 L (1 - ce J(1 + e n ) ds = /?L + /?(1 - c) J Q L e n ds (6) 

Butter and Hocker [18] strain equation is obtained for the strained and unstrained condition as shown in equation 7. 
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A0 = /?(1 - c) f g L £ n ds = /?(! - c) e, 




(7) 


where e al7fl the average strain isdeveloped an optical fiber. To develop a sensor design using this phase change property of 
optical fiber we have to express the sensing and reference path as a function of optical parameters. As derived by Haslach 
[17], sensing and reference path can be expressed in the x-y coordinate system and surface strain variation can be obtained 
in the x-y coordinate system is shown in equation 8. 

A0 = /?(! - c)f 0 L e n ds 


= /?(l-c) f t ( ^ ,Z+ y'V y) , j x ' 2 + y' 2 dt 

0 (* +y ) 


For simplifying above integral we assume 

,2 ,2 
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Now equation 8 simplifies as 

A0 — /?(1 — c) [e X x ^1 Eyyk 2 Vxy^3\ 

Applying co-ordinate conditions at y =0, k 2 = k 3 = 0, thus above equation 9 became 

A0 = 0(1 - c) 


(9) 


( 10 ) 


From equation 10 it is clear that change in phase is directly related to the change in the axial strain for a surface- 
mounted fiber optic sensor. 

Effectiveness of a transmission system highly depends on the noise factor. Presence of noise defines the quality of 
the output signal on which the system performance depends. Noise is more significant parameter if high-frequency source 
like laser is involved in the analysis. There exist different types of noise in signal analysis. The occurrence of noise initially 
depends on the circuitry of the source, which is known as internal noise. In laser output signals mode partition noise is 
another for which occurs due to the Fresnel reflection phenomenon. As the laser output signal has a specific wavelength 
which satisfies both gain and phase condition between two reflecting regions in laser. 

Speckle patterns are defined by redistribution of power over the cross-section of the optical fiber core. Because of 
the presence of variation in the wavelength components in the optical signal, it undergoes different phase changes with 
respect to time. The speckle pattern is a time-dependent quantity which varies with respect to time. Fluctuation in output 
signal occurs due to this variation with time and the non-uniform power detection capability of the photo-detector over its 
entire cross-section. This noise type of noise is called speckle noise [19]. 

Calculation of strain using surface-mounted optical sensor given in equation 10 provide analysis only in static 
loading condition. Under dynamic loading, the results of the analytical analysis may provide diverging results. Moreover, 
the noise in the signals also contributes to the variation of results. Different methods exist to remove the noise data using 
filters and other software. But the same signals can be successfully used to determine strain values using neural network 
technology. Neural network technology is cheaper and practically applicable to different problems which require data 
mining. 
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An aluminum beam of dimension 180*24*6 mm 3 is selected as experimental samples for analysis. Gauge length is selected 
at 60 mm in the middle of the beam length. Fiber optic cable and is bonded at the top surface at the middle of the beam. 
Notches are made at four different locations of the beam within the gauge length. Variations in the location of the notches 
are made at 75 mm, 90 mm, and 105 mm from the fixed end. A digital storage oscilloscope of frequency range 1 kHz- 
2000 kHz is used for storing the signal data. A helium-neon laser of wavelength 1556nm is used for generating the laser 
beam. The refractive index of the optical fiber used for sensing is 1.45. An optic-electric converter is used for converting 
the output optical signal from the sample to an electric signal to be stored in the oscilloscope. A small motor of unbalance 
mass of 2 gram is mounted at the free end for dynamic loading. A loading pan is used to load the samples with different 
loads to provide variation in applied amplitude. Symbolic representations of different types of samples used in the analysis 
are shown in table 1. 


Table 1: Samples used in the Study 


Types of Samples used in the Analysis 

Symbols 

Sample without notch 

A 

Sample with the single notch at the center within gauge length (notch at 90 mm.) 

B 

Sample with double notch within gauge length (notch at 75 mm. and 105 mm.) 

C 

Sample with three-notch within gauge length (notch at 75 mm, 90 mm, 105mm.) 

D 


4.1 ANOVA Analysis 

Analysis of experimental data is performed using a statically approach ANOVA. Time-domain signals are converted into a 
frequency domain signal using fast Fourier transformation. Analysis of variance is performed using different signal 
parameters under the Tukey test with a significant value of 0.05. ANOVA test for the real part, amplitude, and phase show 
that for the sample size of 1000 sample inter quartile range doesn't show much difference in all the different sample 
categories moreover median values also show a significant difference. Analysis of imaginary part and magnitude show that 
for the sample size of 1000 sample inter quartile range doesn't show much difference in all the different sample categories 
moreover median values also doesn't show any significant difference. The test result is summarized in table 2. Thus from 
this test approach, we can say that significant variation corresponding to external host occurs only in real part, amplitude 
and phase of the signal. 


Table 2: ANOVA Analysis under Different Loading 


Load(N) 

Sample Type 

Real Part 

Imaginary Part 

Magnitude 

Amplitude 

Phase 

2N,4N,6N,8N,10N 

Sample A- Sample B 

1 

0 

0 

1 

1 

Sample A-Sample C 

1 

0 

0 

1 

1 

Sample A-S ample D 

1 

0 

0 

1 

1 


5. FINITE ELEMENT ANALYSIS 

Finite element analysis is one of the most accurate and precise tools used by different researchers and analysts. Four 
different cantilever beam models (sample A, B, C, D) were generated using 20 node beam 189 elements with dimension 
as 24*6*180 mm 3 . A cantilever beam is modeled for aluminum beam as linear, elastic and isotropic. Properties of 
material such as modulus of elasticity equal to 70GPa and Poisson ratio equal to 0.33 are used to develop a smart mesh 
model. Boundary condition applied in FEA analysis is one end of the beam with all degree of freedom equal to 0 and 
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another end of the beam free for loading. For applying Dynamic loading at the free end of the beam a loading function is 
defined in function editor as given in equation number 11. 

Loading Function — A* sin(^ * {TIME}) (11) 

After defining the function it is saved to be used for loading. A is the amplitude of the loading function defined as in 
equation 12. 

A = m_(0 ) etn A 2 (12) 

Where m 0 is mass of unbalanced mass equal to 0.002 kg, e is the eccentric distance equal to 0.02 m and to is the angular 
velocity equal tol46radian/ second. The saved function is selected for applying dynamic ramped loading time step size 
equal to 1. Time at the end of the load step is selected as 20. An additional point load is applied at the middle node of the 
free end of the beam to obtain variation in amplitude of dynamic loading. After the solution, the values of axial von-misses 
strains values at the middle node on the top surface under different loading conditions are obtained. 

6. NEURAL NETWORK ANALYSIS 

Recent advancement in structural health monitoring includes active use of neural network technology for analysis. A neural 
network is incorporated with small processing units known as neurons. ANN includes three basic layers input, hidden and 
output layer. The network takes variable parameters as input in input layer then processing is done and it is transferred to 
the hidden layer. Hidden layer contains some activation function which explores the weights and bias of variable for 
prediction of target values. The output layer is designed to store predicted value with some error estimation. The back 
propagation algorithm is applied in the neural network. The main disadvantage of using back propagation is slow 
convergence and over fitting. To overcome the problem of convergence two algorithms namely Leven berg-Marquardt and 
Bayesian regularization are tested which will be discussed in section 7.1. To counter over fitting of data set cross- 
validation is performed. In this study selection of the algorithm is based on the regression analysis and mean square error 
which is performed sample A under different loading conditions. 

The signal output of the fiber optic signal is generated from the surface-mounted optical sensor. Thousand data points 
are obtained per sample under specific loading. Applying fast Fourier transform different optical parameters like the real 
part, imaginary part, amplitude, magnitude, and phase are generated. Comparative ANOVA study in table 2 show, that 
signature values of the real part, amplitude and phase give a significant difference. These three optical parameters are 
used as input to the designed neural network to predict dynamic strain values on the host material. A tansig activation 
function is used in the network has a range 0 to 1. The function is shown in equation number 19. Normalization of input 
data is done for obtaining data in range with function range value. 

^ (13) 

6.1 Selection of Test and Train Data 

Different cross-validation methods are present which can be used in the machine learning process. Cross-validation is a 
method of estimating expected prediction error thus helping in selecting the best fit model for a required problem. It 
also encounters the problem of over fitting of the model. There exist various cross-validation models like the holdout 
method, k-fold cross-validation, and leave one out cross-validation and bootstrap method. In hold out method two 
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subsets are formed, one part of the sample is considered for training and another part is tested. A drawback of this 
model is its dependency on data selection. Output performance is directly affected by changing the training and holdout 
subsets. In k-fold cross-validation, the sample is divided into k subsets. One subset is considered for validation and rest 
subsets are taken for training. In further analysis different subset is taken under validation and rest subset data is 
considered for training. This process continues until all subsets are analyzed sequentially by the model. Advantage of 
using this method is that each subset forms sample for training and validation. This data division reduces the selection 
bias that is present in hold out cross-validation. 

Leave one out cross-validation is a more generalized form of k-fold method. In this method, each data is 
considered as the validation set and rest data is taken for training. Similar k-fold sequential analysis is performed to 
calculate the error for each validation set. The main drawback of this method is that it is expensive and time of 
computation is high. Bootstrap is another known method for cross-validation. In this method, random data is selected. 
Selection of the model is based on the refitting and error estimation of model performance. This process also carries high 
computation cost and time. 

Data of 4000 data corresponding to different samples (A, B, C, D) under specific loading is obtained. Data 
contains optical parameters like real part, phase change, amplitude, and target strain values. In the present study k-fold 
method (k = 2, 4, 5, 8, 10, 20) is analyzed for error validation of neural network model. As the sample size is 4000, 
therefore, several k-folds are selected to give even distribution of data in respective subsets. Comparison of Leven berg- 
Marquardt (LM) and Bayesian Regularization (BR) is carried to select best artificial neural network model for strain 
approximation under dynamic loading. Single-layer perception model with 10 neurons in the hidden layer is used for 
model validation. The selection criterion for the best neural network model is based on the minimum root mean square 
error (RMSE) and maximum regression value (R-value) of the model, figure. 1(a) shows a comparison of models based on 
LM and BR algorithm, where minimum root mean square error is obtained at a k-fold value of 5. Similar results were 
obtained related to regression value histogram shown in figure 1(b), in which maximum regression value is obtained at k- 
fold equal to 5. A k-fold value equal to 5 indicates that the best neural network model is obtained if 20% of data is used for 
testing subset and rest is used in the training subset. 




K-fold Kfdd 

(a) Root Mean Square Error using LM Algorithm. (b) Root Mean Square Error using BR Algorithm. 
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K-fdd K-fdd 

(c) Regression Analysis using LM Algorithm. (d) Regression Analysis using BR Algorithm. 

Figure 1: Results of k-Fold Analysis at Different k Values. 

6.2 Neural Network Architecture 



Figure 2: Schematic Representation of the Neural Network Model. 


Table 3: Parameters of ANN Perceptron Architecture used in the Study 


The Number of Neurons of Different Layers 

Input : 3, Hidden : 10, Output: 1 

Initial weight and biases 

Random between-1 and 1 

Activation function 

Tan sigmoid 

Learning rule 

Backpropagation 

Epoch value 

1000 

Acceptable mean square error 

0.001 


A back-propagation feed-forward single layer perceptron model is developed. Three optical parameters real part, 
amplitude, and phase is considered as input data and strain is recorded as an output parameter in ANN design. ANN 
includes three layers for processing. Input layer takes the input parameters. Following the input, layer comes hidden layer 
which contains transfer function. Transfer function help to adjust weight and bias of the variable, thus exploring the effect 
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of predictors upon the target values. The output layer is used for result prediction with error estimation. At the end of 
process test data is used for analyzing the system accuracy. ANN model used in this study is shown in table 3, and the 
block diagram of ANN architecture is shown in figure 2. 

7. RESULTS AND DISCUSSIONS 

Samples based on different notch location are tested for analyzing strain variations. In present work, the cantilever beam 
structure is considered as a host material for strain determination. Samples have fiber optic cable mounted on the surface 
for obtaining the change in optical signals at different loadings. Dynamic loading is applied using unbalance rotating mass 
at the free end of each sample. Weight pan method is applied to obtain a change in amplitude of dynamic loading. Loading 
sequence includes starting from 2N to ION with incremental load step of 2N. Amplitude, phase change and real part of the 
optical signal are used as input data for the designed neural network. Strain values obtained using finite element analysis is 
set as target values in the neural network perceptron model. The k-fold analysis provides a logical output for the selection 
of test and train data. Moreover, the k-fold analysis also eliminates the possibility of over fitting and under fitting 
condition. The Bayesian regularization back propagation algorithm is used in this study for designing the neural network. 
Testing and training regression values are above the acceptable limit of 90%. Epoch is set to a maximum limit of 1000. 

Figure 3 Show the performance plot of the multilayer perceptron model. Performance plot is based on the mean 
square error of the developed model. It is clear from the figure that the developed model works with high confidence and 
least error values. Mean square error plots of different data set at various loading show that model well predicts the target 
values. In fig 3 (a) mean square error for test and train data reduces and became constant after 40 epoch value. For 4N load 
in figure 3 (b) mean square error reduces initially. But a steep reduction is observed near 50 epochs. A constant value is 
attained after 200 epoch value. Similarly, in fig 3(c) test and train curve separates near 30 epochs but became constant after 
150 epoch value. In figure 3 (d) constant reduction in mean square error curve is obtained which became constant at 60 
epochs. Figure 3 (e) shows a steep reduction in mean square error near 200 epochs and curve became constant after 450 
epoch value. 

Table 4 presents the obtained values of different ANN parameters used in the analysis. Regression values are 
analyzed for the acceptability of the developed ANN model. From the table, it is clear that all regression values are very 
close to 1. Values of data comparison by regression analysis prove that the developed ANN model works well within the 
acceptable range of regression and standard error. Regression value corresponding to 10N, show low range which 
ultimately increases the error. But still, the values provide a satisfactory condition acceptance. Figure 4 shows the strain 
comparison of various samples under different dynamic loading. Different sample show variation Strain values for 
analytical and developed neural network model. It is observed that neural network model prediction are more accurate 
compared to the analytical solution given by Haslach [17]. Based on the strain analysis following conclusions can be 
drawn: 

• Over and under prediction of strain values are observed using analytical analysis. This random variation occurs 
due to the incapability of the analytical solution to deal with the dynamic loading. Moreover, random variation 
may be due to the presence of noise factor as defined in section 3. 

• A good agreement in neural network prediction and target value occurs. Advantage of using this model is that it 
eliminates the effect of noise present in the signal. 
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48 Epochs 309Epochs 





Figure 3: Mean Square Error Plots of Data Set of Different Samples at Different Loadings: (a) 2N, (b) 

4N, (c) 6N, (d) 8N, (e) ION. 


Table 4: Performance Effectiveness of Neural Network Model at Different Loads 


Load 

Training 

(R-value) 

Testing 

(R-value) 

All 

(R-value) 

Epoch 

Best Training Performance 

2N 

0.99349 

0.99166 

0.99315 

48 

1.7129e' v 

4N 

0.98398 

0.99662 

0.98031 

309 

1.5927e" 6 

6N 

0.99828 

0.99548 

0.99773 

542 

4.0987e" 7 

8N 

0.99835 

0.99619 

0.99792 

142 

6.6898e" v 

ION 

0.93753 

0.92414 

0.92631 

823 

5.1957c" 3 
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Figure 4: Strain Comparison Plots of Data Set of Different Samples: (a) Sample A, (b) 
Sample B, (c) Sample C, (d) Sample D 
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8. CONCLUSIONS 


The present study proposes an artificial neural network model to predict the strain value of different samples under 
dynamic loading. Neural network model uses frequency-domain optical parameters for predicting the structural strain 
successfully. Cantilever aluminum beam structure is used in this analysis. The first part of the study defines criteria for the 
selection of a proper neural network model using k-fold analysis. Root mean square error and regression analysis show that 
the best model is obtained at k- fold value equal to 5. A best neural network model is formed using Bayesian regularization 
algorithm compared to the Levenberg-Marquardt algorithm. Three basic optical parameters which include the change in 
phase, amplitude, and real part are used as an input variable for the neural network. Finite element strain values are taken 
as target values for the network analysis. Figure 3 show means square error plots of different train and test state of the 
developed model. Obtained plots prove successful and accurate model prediction ability. Target prediction performance 
parameters are given in table 4. Comparative analysis of strain values is shown in figure 4. The analytical solution 
developed in the previous study [17] will not be applicable practically under dynamic loading. Moreover, fluctuation in 
signals occurs because the presence of noise also affects the analytical solution. The problem of over fitting and under 
fitting of the strain prediction is eliminated using the neural network. The proposed network model provides new insights 
in improving the prediction accuracy of the mechanical strain of cantilever structure under dynamic loading. 
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